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DIABLO ANALYTICAL, INC.
SOFTWARE LICENSE AGREEMENT AND LIMITED WARRNTY

LICENSE AGREEMENT

IMPORTANT:  Please carefully read the License Agreement below before installing the software.  The right to use
this software product is sold only on the condition that the customer agrees to the following license.

INSTALLING THE SOFTWARE INDICATES YOUR ACCEPTANCE OF THESE TERMS AND CONDITIONS.

In return for payment of the one-time license fee for this software product, Customer receives from Diablo Analytical,
Inc. (Diablo) a license to use the product subject to the following terms and conditions:

Use:  The product may be used on one computer or workstation. A separate license agreement and fee is required
for each additional computer or workstation on which the product is used.  Customer may not reverse assemble,
decompile, or modify the software.

Copies:  The software product may not be duplicated or copied except for archive purposes, program error
verification, or to replace defective media, and all copies made must bear the copyright notices contained in the
original.

Ownership:  Purchase of this license does not transfer any right, title or interest in the software product to Customer
except as specifically set forth in this License Agreement.  Customer is on notice that the software product is
protected under copyright laws.

Transfer of Rights:  This license and the software product may be transferred to a third party, with prior written
consent from Diablo, provided the third party agrees to all the terms of this License Agreement and the Customer
does not retain any copies of the software product.

Sublicensing and Distribution:  Customer may not sublicense the software or distribute copies of the software to the
public in physical media or by telecommunication without the prior written consent of Diablo.

Termination:  Diablo reserves the right to terminate this license upon breach.  In event of termination, Customer will
either return all copies of the product to Diablo, or with Diablo's prior consent, provide Diablo with a certificate of
destruction of all copies.

Updates and Upgrades:  Customer agrees that the software does not include updates and upgrades which may be
available from Diablo in a separate support agreement.

Export Restrictions:  Customer agrees not to export or re-export the software or any copy in violation of the U.S.
Export Administration regulations or other applicable regulation.

LIMITED WARRANTY

Limited Warranty:  Diablo warrants that the original disks are free from defects for 90 days from the date of delivery
of the software.

No Other Warranties:  To the maximum extent permitted by applicable law, Diablo expressly disclaims any warranty
for the software product.  The software product and any related documentation is provided "as is" without warranty of
any kind, either express or implied, including, without limitation, the implied warranties or merchantability of fitness
for a particular purpose.  The entire risk arising out of use or performance of the software product remains with the
customer.

Limitation of Liability and Customer Remedies:  Diablo's entire liability and the customer's exclusive remedy under
this license agreement shall be, at Diablo's option, either (a) return of the price paid for the software or (b)
replacement of the software that does not meet Diablo's Limited Warranty and which is returned to Diablo with a
copy of the customer's receipt.  Any replacement software will be warranted for the remainder of the original warranty
period, or 30 days, whichever is longer.  These remedies are not available outside the United States of America.

No Liability for Consequential Damages:  To the maximum extent permitted by applicable law, in no event shall
Diablo be liable for any damages whatsoever (including, without limitation, damages for loss of business profit,
business interruption, loss of business information, or any other pecuniary loss) arising out of the use or inability to
use the product, even if Diablo has been advised of the possibility of such damages.  Because some
states/jurisdictions do not allow the exclusion or limitation of liability for consequential or incidental damages, the
above limitation may not apply to you.
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1 Agilent 990 ProStation Connector Plugin

1.1 Getting Started

This document describes how to configure the Agilent 990 ProStation and EZReporter so that results can be
processed automatically by EZReporter at the end of each run.

1.2 Configure the 990 ProStation

The Diablo EZReporter software supports automated processing of calibrated external-standard peak results
generated by the Agilent 990 ProStation micro GC data system.  This support is provided by mapping a network
drive to the ProStation on-board computer.  The connector plugin then monitors the ProStation data folder for the
creation of new “.D” data file folders.  When a new data file is detected, EZReporter opens the data file folder
and reads the “SAMPRSLT.TXT” file containing the component results and sample information.

Important:  In order to process results from the ProStation, you must first make sure that the names in the
EZReporter component table match the spelling of the corresponding names in the ProStation compound table. 
For example, if a compound is named "Hexane" in the ProStation compound table, it must also be spelled
"Hexane" in the EZReporter component settings table (not "n-Hexane", or "nC6").

Create the ProStation Mapped Network Drive

In order for EZReporter to access the results from the ProStation analysis, you must create a mapped network
drive to the data folder on the Prostation onboard computer that contains the “.D” data files from the analysis. 
The format of the mapped drive will generally be:

Z:\\gcIP\folder\

Where, 

“gcIP” is the IP address of the ProStation.

“folder” is the “Save to Folder” specified in the Local Storage settings.

See the instructions in the “Network Mapping” topic in the “Network” section of the ProStation for 990 Micro
GC User Manual.

Once you have mapped the ProStation data storage drive, you should use the windows file browser to confirm
that the ProStation “.D” data files are present.

1.2.1 Sample Naming with ProStation Data Files

The ProStation does not have a specific field for entering the Sample Name when running samples either
individually or from a sequence.  However, the Sample Name is an important field in EZReporter - especially if
you are using the Results Database since the primary search is performed on the Sample Name.  The Sample
Name is also typically used in natural gas analysis applications for the meter number and is mapped to the
corresponding fields in export templates and resulting text files such as FlowCal GQ Source files.

By default when processing ProStation results the ProStation Connector will map the data file name prefix to the
Sample Name stripping off either the date-time or counter suffix (including any "-" or "_" characters used to
separate the prefix from the suffix.  For example, a data file name of either, "NatGas-Data-20260621T052557.D"
or "NatGas-Data0001.D" will be converted to a Sample Name of "NatGas-Data".

Manual Sample Name Entry

To provide additional flexibility for the handling of Sample names, the ProStation Connector also provides a
mechanism for manually entering a Sample Name that will be applied to all subsequent samples analyzed.  To
use this feature, you must first enable it in the Connector Settings:
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Important:  Once you have enabled Manual Sample Names and have entered a Sample Name, that name will be
used for all subsequent runs until you change it to something else or disable this option.  The sample name also
persists when EZReporter is closed and re-started.

To enter the Sample Name, you click the "Enter Sample Name" button that is displayed when the ProStation
Connector is selected in the Instrument Table on the Sample Processing tab:

Note:  This option is also available in the pop-up/context menu that is displayed when you either click the
"Options" button or right-click the instrument in the instrument table.

When you click this button, you will be prompted to enter the desired Sample Name.  The entered Sample Name
is saved with the Connector Settings. If you delete the manually entered sample name or leave it blank, this will
force the connector to use the data file derived sample name even though the option to use the manually entered
sample name is enabled.
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When a manually entered Sample Name is active and the instrument is connected and monitoring for new results,
the Sample Name will be shown in the Status Message for the instrument:

Changing Sample Name in the Manual Data Entry Window

When reprocessing samples, you can also change the Sample Name in the Manual Data Entry window that pops
up when there are either custom sample information fields or components with the manual amount entry options
enabled defined in the current configuration file.  Simply double-click the sample name and change it to the
desired value:

Note:  The Sample Name entered in the Manual Data Entry window only applies to the sample being processed. 
It will not apply to any subsequent samples.  So this approach is best used when processing/re-processing single
samples.  For automated sequences you should either use the default sample name derived from the data file
name, or use the manual sample name function described above.
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1.3 Configure the EZReporter Instrument

The following topics describe how to configure and use the Agilent 990 ProStation Connector Plugin to process
results from the ProStation.



Agilent 990 ProStation Connector Plugin10

© 2026 Diablo Analytical, Inc.

1.3.1 Add an Instrument

First, you must add and configure an instrument.  Switch to the “Sample Processing” tab of the main window and
click the “Add” button below the instruments table.

1.3.2 Select the Data System Connector

In order to process results from the ProStation, you must select the “Agilent 990 ProStation Connector” as the
Data System Connector, and then click the “Edit” button to apply any connector-specific settings.

Important: The data system connectors available for you to select will depend on which version of the
installation program you used to install the EZReporter 4.0 software.  Make sure that you download the installer
version for the manufacturer of the chromatography data system you are using to control your gas
chromatograph. In the case of the Agilent 990 ProStation Connector you should download either the installer for
Agilent data systems or the “Complete” installer that includes the connector plugins for all supported data
systems.
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1.3.3 Configure the Connector

Click the “Edit” button to open the Connector Settings window.  The only setting you typically need to set for the
Agilent 990 ProStation Connector is the “ProStation Shared Folder to Monitor”.  This must be set to mapped
network drive that was created previously, which will typically be:

  Z:\\gcIP\folder\

Where, 

“gcIP” is the IP address of the ProStation.

“folder” is the “Save to Folder” specified in the Local Storage settings.
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Other Settings

These settings should not need to be changed in a typical installation.

Result Polling Interval:  This is the interval in milliseconds at which the connector will check the export
folder for new CSV files exported from OpenLab CDS.  The default value of 2000 milliseconds should be
correct for most situations.

Archive ProStation ‘.D’ data files to local computer when processing:  Check this option if you want
the ProStation ‘.D’ data file to be copied from the ProStation shared network drive to the EZReporter Archive
folder when it is processed.

If this option is enabled, each ProStation “.D” data file folder will be copied automatically from the ProStation
on-board computer data folder to the EZReporter Archive folder when a new data file is processed after a run. 
Manually processed data files will also be copied to the archive folder as long as they aren't being reprocessed
from the archive folder.

The data files are stored in the EZReporter “Archive” folder in year\month sub folders, which are created
automatically as needed.  For example, files archived in June 2026 would be stored to the folder:

C:\Users\Public\Documents\Diablo EZReporter\Data\Archive\2026\06

Use manually entered Sample Name when processing results:  If this option is enabled, the
Connector will replace the sample name derived from the data file name with a sample name entered manually by
the user using either the instrument "Enter Sample Name" pop-up menu option, or the "Enter Sample Name"
button that is displayed when the instrument is selected in the instrument table. The sample name entered here
will be applied to all subsequent samples until it is changed or disabled and applies to both automatically and
manually processed samples.

See Sample Naming with ProStation Data Files  for more information.

1.3.4 Automatic Processing of New Results

Once you have set up and saved the connector settings and enabled instrument monitoring, the
instrument/connector should show “Connected” status:

6
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When the instrument is connected, the connector plugin will monitor the specified folder for the creation of any
new “.D” data file folders (any folders already existing when you started EZReporter will be ignored).  When a
new data file is detected, the “SAMPRSLT.TXT” file in the folder will be read and processed.  This should
happen within ~2 seconds of the file being created. You should see a new line added to the Sample Processing
Log:

Important:  The connector recognizes and processes new ".D" data file folders that were created after
EZReporter started.  This means that if you reprocess a result in ProStation or re-use an existing file name for a
new analysis, it won't be recognized as a new result by EZReporter and you will need to process the result
manually.  See Reprocessing Data Files  for more information.

1.4 Reprocessing Data Files

The automatic processing functionality of the connector plugin only detects new data files when they are created
in the ProStation mapped network drive.  If you need to reprocess an existing data file in the mapped network
drive, the EZReporter Archive folder, or some other location, you can use the “Reprocess” options in the
instrument popup menu that is displayed when you either right-click the instrument or click the “Options” button.
 Note that you will have to browse to and open the desired “.D” folder and select the “SAMPRSLT” file inside
the folder.  If the data file is located in a different folder then click one of the options and browse to that folder
instead.

13
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